[Low-field MRI: a quick scan based on the large field of view].
To optimize the configuration of the conventional SE and FSE sequence parameters in low field MRI. With the combination of larger vision, relatively thinner slice thickness, small number of excitation (NEX = 1 or 2), the signal-to-noise ration and the spatial resolution on follow-up images are moderate, the scan time is significantly shorter along with fewer motion artifacts, the check success rate is improved.